
Upper GI: (upper
EUS, enteroscopy,

ERCP, EGD)

Emergency Urgent Routine

Lower GI:
(colonoscopy, flex
sig, lower EUS)

 

Current dispersion (aka
"grounding") pad on buttock or
thigh (either) or opposite flank 
Use short bursts of ECPlace magnet during

EC if ICD or unable
to determine

Call EP office or
after hours page

CICU fellow on call
for recommendations

Review eConsult in
EPIC for device clinic

nurse
recommendations

GI procedures device (PM or ICD) management protocol summary

Pacemaker (if monopolar EC):

Proceed as usual but
monitor for pacing
inhibition 
Use short bursts of EC 

ICD (if monopolar EC): 

Place magnet during EC
to deactivate whether or
not pacing 
Use short bursts of EC

Device-specific
recommendations

(provided by device
clinic or CICU fellow)General Recommendations

During monopolar EC, place and secure magnet over
device when recommended and remove when EC is
complete 
If pacing noted on EKG rhythm strip - monitor for
inhibition (low heart rate) during EC
Use short bursts of EC 
Not necessary to check device post procedure 

Monopolar
electrocautery (EC)
potentially needed?

Nothing to do
No

Yes

EP office:
984-974-5121


